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a.& Preventive maintenance Checklist (Server)

a.c.® Check Service History

o.clo Check Digital Dashboard

an.c.en Check DRAC, ILO console connectivity

a.c&.& Check OEM disk Web interface and Diagnostic tools raid enclosure health

on..&Check the OS is installed as per Carestream validation (Firewalls,
AntiVirus, Region)

en.@.'> Check process activity

.6y Check patch levels (Review technical Bulletins)

an.c.w Check log activity

s.&.« Check disc space

m.&.eo Check the Auto Delete configuration

m.c.ee Check the Water marks or all imaging disks

m.c.eo Check info-router activity

m.c.em Check Tables Space

a.€.ec Check schedule tasks

m.&.e& Check server power supply

m.&eo Check network connectivity

am.c.e0 Check user management

sn.c.ec Check anti-virus software service are active (if applicable)

sn.c.eox Apply Carestream validated and tested Windows server patches

m.&bo Apply Carestream validated and tested Oracle patches

a.&be Check RMS active agent service

m.c bl Apply Carestream validated and tested RMS updates

m.e oo Check active Citrix service (if applicable)

m.aba Check UPS (if applicable)

om.cb& Clean monitor

.o Vacuum clean fanning unit/s

m.c e Take inventory-verify serial numbers, location, k-numbers, Carestream

software version and verify in HCIS Services CRM
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on.& DRX-Detector
n.&.0 NTINADUTILUALADS YosRinames
on.&.lo MTIVADUVDULNTOU ALNALRDS
en.&.en ¥11 Daily dark calibration
on.&.@ N x-ray calibration
on.&.& ATIVAOUAT Shock d1an
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